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Test result:

Operator: Physician: 

Reporting date: 2019-01-16

Device ID: PULMO021234

Case number:Meditech Name:123

Gender:Male Age:20 Height:180 cm Weight:50 kg

Smoke:No BDT:No Equation:ECSC Phone: 0086-532-85832673

Test date:2019-01-15 13:09:25

Medical history:
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